A multilayer membrane system for blood plasma isolation for use in primary health care.
A new membrane-based device is described for the quantitative separation of plasma from blood cells using neither centrifugation nor pipetting. The concentration of cholesterol in the isolated plasma was determined using a newly developed instrument, the Primetest. The results were in good agreement with those obtained in the hospital laboratory.